TURNING GFF THe CYTOF MACHINE 
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After the sample has finished running or you want to stop the run, press “OFF” in 
“Sample introduction’. 

Change tube to water (either "water2" or "water3" tubes). 

Press “ON”. 

Let it run for 3 minutes in order to wash the sample from the system. 

Press “OFF”. 

Change tube to Wash solution. 

Press “ON”. 

Let it run for 5-7 minutes. This washes the system. [Note: NEVER press preview when 
having a wash solution. | 

Press “OFF”. 

Change back to water ("Wwater2" or "water3"). 

Let it run for 7-10 minutes. 

Close the machine using this button: . Leave the water tube inside the machine. 
Using syringes, check capillaries for blockages by injecting water in and out and looking 
at the pressure (needs to be 119). Let capillary sit gently on the cyTOF base. 

Remove nebulizer and place an old nebulizer inside the machine in order to keep from 
dust entering the machine. 

Place the nebulizer in soap solution (box named “Contrad 10%") near sink. Using 
syringes wash the nebulizer with soap 2-3 times. Don’t forget to add the black ring to its 
base. 

Clean all work area, empty small trash bins, close tip boxes, clean cell-counter (and leave 
a clean kimwipe on the reading surface). 





Any questions? 


Dr. Tomer Meir Salame (4385) - tomer-meir.salame@weizmann.ac.il 


Bar Levy (9257) - bar.levy@weizmann.ac.l 


Anna Barak (9257) - anna.barak@weizmann.ac.il 


Bar Levy 
Tel: 972-8-9349257 
Mobile: 972-548088748 
Flow Cytometry Unit, Life Sciences Core Facilities, Weizmann Institute of Science 
Email: bar.levy@weizmann.ac.il 
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